[An endorectal RF coil for MRI of the prostate].
In order to increase the SNR of the prostate image, we have designed a RF endorectal coil. Its properties have been evaluated using a network analyzer. Moreover the images got with a special phantom show that the coil has much higher SNR at the region of interest (ROI).